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Identifier 1 Identifier 2 Analysis | Comment | Preparation | Method
235493 HW12 a(1331) P-39213 | 2C2 04/15/2012 | hd_9v.met
Additional Information
Infomation Gas Configuration
Peak Center found at [1993] Gas H2
Background: 3.84 mV,0.19 mV Magnet [Steps] 980
Pressure Adjustment: Left: 9007.8 Right: 9003.3 ( Manual A{ Cups 1
Ref. Name: d 2H/1H VS, Masses 20
HD-5b -263.980 VSMOW H3 Factor 2.377996
0
Raw Data

Int.2 Int.3 Int.2 Int.3 rR 3H2/2H2| R 3H2/2H2 | rd 3H2/2H2 [per | d d2H/1H | AT%

Sample | Sample | Standard | Standard mil] vs. HD-5b | 3H2/2H2 | [per mil] | 2H/1H

[mV] [mV] [mV] [mV] [per mil] | vs. [%]

VS. VSMOW
VSMOW
Pre 8989.584 | 2261.192
1 8957.295 2431.049 8973.758 | 2257.040) 0.2501040 | 0.0002491 | 86.621 -200.225 | -200.225 | 0.01245
2 8941.254 2425.900) 8957.596 | 2252.677| 0.2500531 | 0.0002491 | 86.344 -200.429 | -200.429 | 0.01245
3 8922.944 2421.166| 8941.465 | 2248.349 0.2501228 | 0.0002491 | 86.616 -200.229 | -200.229 | 0.01245
4 8905.730 2416.096| 8924.944 | 2243.474 0.2501190 | 0.0002491 | 86.678 -200.183 | -200.183 | 0.01245
5 8890.215 2411.754| 8908.101 | 2239.434| 0.2501410 | 0.0002492 | 86.725 -200.148 | -200.148 | 0.01245
6 | 8871.483| 2406.037| 8891.599 | 2234.800| 0.2501138 | 0.0002491 | 86.498 -200.316 | -200.316 | 0.01245
Mean Std.Dev. ST. Error Atom% Outlier
d 3H2/2H2 [per mil] vs. VSM({ -200.255 0.102 0.042 0
d 2H/1H [per mil] vs. VSMOW -200.255 0.102 0.042 0.012454 0
Evaluaied Data
DIM0121202 DIM0121219



